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Abstract. We demonstrate that microscopic imaging is feasible in
ultrasound-modulated optical tomography UOT of soft biological
tissues, using a high-frequency focused ultrasound transducer with a
75-MHz central frequency. Our experiments in tissue mimicking
phantoms show that at an imaging depth of about 2 mm, an axial
resolution better than 30 m can be achieved, whereas the lateral
resolution is 38 m. A long-cavity scanning confocal Fabry-Perot in-
terferometer CFPI is used for real-time detection of multiply scat-
tered light modulated by high-frequency ultrasound pulses propagat-
ing in an optically scattering medium. We also compare the
performances of various high-frequency focused ultrasound transduc-
ers with central frequencies of 15 MHz, 30 MHz, 50 MHz, and
75 MHz. The comparison is based on two-dimensional 2-D images
of optically absorbing objects positioned at a few millimeters depth
below the surface of both optically scattering phantoms and soft bio-
logical tissue samples. Our experimental results show that modulation
depth and image contrast decrease with an increase in ultrasound
frequency. In addition, we use analytical calculations to show that
modulation depth decreases with increasing ultrasound frequency.
© 2008 Society of Photo-Optical Instrumentation Engineers. DOI: 10.1117/1.2983671
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n recent years, optical imaging modalities have become ca-
able of providing functional, structural, and molecular infor-
ation about tissue based on various optical contrast mecha-
isms. In addition, the technical advantages, such as
onionizing radiation, ease of operation, low cost, and high
ensitivity have advanced these technologies to biomedical
pplications.1–5 Many in vivo optical microscopy techniques
ffer micron-scale resolution at shallow a few hundred m
maging depths in the skin. They are mainly based on the
allistic component of back-reflected light for imaging while
ejecting multiply scattered light.
Ultrasound-modulated optical tomography UOT has been
roposed to achieve high-resolution tomographic imaging us-
ng multiply scattered light.6,7 In this hybrid imaging modal-
ty, a focused ultrasonic wave tags diffuse coherent light in
cattering biological tissue. The physical mechanism of the
odulation can be attributed to ultrasound-induced displace-
ents of optical scatterers and ultrasound-induced changes in
he optical index of refraction.8–12 The volume occupied by
oth the ultrasound and the light beam can be approximated
s the source of the modulated light. Consequently, the mea-
ured modulation signal is much more sensitive to the optical
roperties of tissue within the ultrasound beam than the mea-
ured nonmodulated light intensity.13 Thus, this imaging mo-
ddress all correspondence to Lihong V. Wang, Washington Univ. at St. Louis,
ept. of Biomedical Engineering, Optical Imaging Laboratory, St. Louis, MO
3130. E-mail: lhwang@biomed.wustl.eduournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Usedality combines ultrasonic resolution and optical contrast. In
addition, mechanical contrast of soft biological tissue can also
be imaged by time-gating the modulated light.14 Various de-
tection schemes have been proposed to detect ultrasound-
modulated light.15–24 A computed tomography method for
UOT has also been proposed.25 At present, detection schemes
based on the Fabry-Perot interferometers23 or photorefractive
crystals24 are the most suitable choices for fast parallel
speckle detection.
In this article, we study the feasibility of microscopic im-
aging using a high-frequency ultrasound transducer with a
75-MHz central frequency. Our experiments in an optically
scattering medium and in chicken breast tissue show that lat-
eral resolution of 38 m and axial resolution better than
30 m can be achieved at imaging depths of about 2 mm. We
use a long-cavity scanning confocal Fabry-Perot interferom-
eter CFPI for real-time detection of multiply scattered light
modulated by the high-frequency ultrasound pulses propagat-
ing in biological tissue. The CFPI has a greater etendue than
most CCD cameras and provides parallel speckle processing.
In addition, the CFPI can detect the propagation of high-
frequency ultrasound pulses in real time while tolerating
speckle decorrelation. Compared to the other approaches for
the detection of UOT signals, the CFPI is especially efficient
at selectively transmitting signals modulated at high ultra-
sound frequencies. As in our recent proceedings article,26 we
compare the performances of various high-frequency focused
1083-3668/2008/135/054046/8/$25.00 © 2008 SPIESeptember/October 2008  Vol. 1351
: http://spiedigitallibrary.org/ss/TermsOfUse.aspx
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Downloaded Froltrasound transducers, with central frequencies of 15 MHz,
0 MHz, 50 MHz, and 75 MHz, used in our UOT experi-
ents. Last, we study the effect of ultrasound frequency on
he modulation depth, using UOT experiments and analytical
alculations.
Experimental Methods
.1 Experimental Setup
e used a CFPI, proposed for UOT by Sakadzic and Wang,23
o detect in real time the multiply scattered light modulated by
igh-frequency ultrasound pulses propagating in an optically
cattering medium. The details of the CFPI experimental
etup Fig. 1 used to detect the UOT signals have been de-
cribed earlier.23 Figure 1 shows the configuration of the
ample S that is imaged, as well as the orthogonal configura-
ion of the light illumination and ultrasound insonification of
he sample S. Our study showed that this configuration mini-
ized the contribution of the unmodulated light from the
hallow regions to the background. In addition, it enhanced
he interaction between the ultrasound and some quasi-
allistic light that still existed at small imaging depths up to
ne optical transport mean free path. A circular tissue
ample, 1 cm in thickness and 3 cm diameter, was gently
ressed through a slit along the z axis to create a semicylin-
rical bump in radius of 1.5 to 3 mm. The orthogonal ultra-
onic and optical beams were focused to the same spot below
he sample surface. In the experiment, the laser light Coher-
nt, Verdi; 532-nm wavelength was focused onto a spot
100 m in diameter below the surface of an otherwise
cattering-free sample. The optical power delivered to the
ample was between 100 mW and 300 mW, depending on
he type of sample and the center frequency of the transducer.
ig. 1 Schematic of the experimental setup: APD, avalanche photodi-
de; BS, beamsplitter; CF, collecting fiber; CFPI, confocal Fabry-Perot
nterferometer; CO, coupling optics; DAQ, data acquisition board;
O, focusing optics; M1, M2, mirrors inside the cavity; PD, photode-
ector; PDG, pulse delay generator; PR, pulser-receiver; PZT, piezo-
lectric transducer; PZT-D, piezoelectric transducer driver; RF Amp,
F amplifier; S, sample; SH, shutter; TG, trigger generator; UT, ultra-
onic transducer.ournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of UseAlthough the CW power in this proof-of-principle experi-
ment exceeded the ANSI safety limit for average power, the
duration of the light exposure to the sample can be reduced to
only a few s for each cycle of ultrasound propagation
through the region of interest, and therefore, the safety limit
will not be exceeded in the end, even if the light is focused
into a scattering medium.
Diffusely transmitted light was collected by a multimode
optical fiber with a 600-m core diameter 0.37 numerical
aperture NA and 0.12 mm2 sr etendue. As shown in Fig. 1,
the detection fiber CF is placed as closely to the sample as
possible without scratching the sample during the scanning
procedure. The axes of propagation of the ultrasonic and op-
tical beams are denoted by X and Y, respectively. The sample
was mounted on a three-axis X1, Y1, and Z1 translational
stage. The ultrasound transducer UT and the sample S were
immersed in water for acoustic coupling, and thus the light
focusing optics FO and the collecting fiber CF were also im-
mersed in the same water tank. The collected light was
coupled into the CFPI, using coupling optics CO, and was
operated in transmission mode 50-cm cavity length,
0.1-mm2 sr etendue, and 20 finesse.
The filtered light sampled by the beam sampler 5:95 and
detected by the photodiode PD New Focus Model 2031 was
used in a cavity alignment procedure. The cavity was first
swept through one free spectral range to find the position of
the central frequency of the unmodulated light. Then, CFPI
mirror M2 was displaced by a calibrated amount so that the
cavity was tuned to the frequency of one sideband of the
ultrasound-modulated light 15 MHz, 30 MHz, 50 MHz, or
75 MHz greater than the laser light frequency. The filtered
light transmitted by the beam sampler was detected by an
avalanche photodiode APD; Advanced Photonix, and the
signal was sampled at 200 Ms /sec with a data acquisition
board GAGE, CS14200. A LabView computer program con-
trolled the movement of the CFPI mirror and the other se-
quences of the control signals. A trigger generator Stanford
Research, DG535 triggered both the ultrasound pulse genera-
tion and the data acquisition from the APD. Since the resonant
frequency of the CFPI cavity coincided with one sideband of
the ultrasound-modulated light, the signal acquired by the
APD during the ultrasound propagation through the sample
represented the distribution of the ultrasound-modulated opti-
cal intensity along the ultrasonic axis and, therefore, yielded a
one-dimensional 1-D image A-line along the x direction.
In each operational cycle, the resonant frequency of the CFPI
was tuned first, and then data from 4000 ultrasound pulses
were acquired in one second. Averaging over 10 to 50 cycles
was usually necessary to obtain a satisfactory SNR for each
1-D image. Two-dimensional 2-D images were obtained by
scanning the sample along the z direction and acquiring each
corresponding 1-D image.
In our experiments, we used four high-frequency ultra-
sound transducers with central frequencies of 15 MHz,
30 MHz, 50 MHz, and 75 MHz. As shown in Fig. 2a, the
15-MHz transducer Ultran, fused silica delay line, 4.7-mm
lens diameter, 4.7-mm focal length, 15-MHz estimated band-
width was driven by a pulser GE Panametrics, 5072PR. The
transducers with central frequencies of 30 MHz, 50 MHz,
and 75 MHz GE Panametrics, 4.25-s fused silica delaySeptember/October 2008  Vol. 1352
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Downloaded Froines, 0.25-in element sizes, 5.5-mm focal lengths, 80% esti-
ated fractional bandwidths for 30 and 50 MHz and 85% for
he 75 MHz were driven by the square bipolar pulses with
eriods of 34 ns, 20 ns, and 15 ns, respectively. These bipolar
ulses are generated by the trigger generator Stanford Re-
earch, DG535 and amplified with an amplifier Amplifier
esearch, 75A250 and are shown in Fig. 2a. Figure 2b
hows the focal ultrasound pressure measured by the needle
ydrophone ONDA HNV-0200 for all four transducers. For
ll four transducers, the peak pressure was between 2 MPa
nd 4 MPa, within the ultrasound safety limit at these fre-
uencies for tissues without well-defined gas bodies.27 The
ig. 2 a Driving pulses of all four ultrasound transducers. b Hydro-
hone responses of the transducers in response to respective driving
ulses. c Frequency spectra of b.ournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of UseFourier spectra of respective hydrophone responses are shown
in Fig. 2c.
2.2 Phantom Preparation
Since in ultrasound-modulated optical tomography UOT, we
primarily aim to image optical contrast of soft biological tis-
sue, we need to prepare light absorbing or scattering objects
that are transparent to ultrasound in our experiments with
phantoms. Objects made from cutting 100-m-thick latex
sheets are transparent enough to ultrasound. We prepared sev-
eral resolution targets using these latex sheets and dyed them
with black ink. The tails of these resolution targets were then
glued into the barrels of 31-gauge needles with an outside
diameter of 254 m. These resolution targets attached to the
needle were then buried several mm below either chicken
breast tissue or tissue-mimicking Intralipid phantoms. Since
ultrasound waves are strongly reflected by the needle, it
helped in aligning the resolution targets precisely at the ultra-
sound focal point. We used a pulser GE Panametrics,
5072PR in this alignment procedure. The optically scattering
sample was prepared from 2% agar and 1% Intralipid 20%
Liposyn II, Intravenous Fat Emulsion, Hospira, Inc., with a
1-mm optical transport mean free path and with either a
3-mm or a 2-mm radius of curvature in the cylindrical bump.
Resolution targets were placed in the center of the curvature
of the prepared sample, i.e., 3 mm or 2 mm below the surface
of the sample.
3 Results and Discussion
3.1 Lateral and Axial Resolution Measurements
To investigate the axial and lateral resolutions of various high-
frequency ultrasound transducers with central frequencies of
15 MHz, 30 MHz, 50 MHz, and 75 MHz, we imaged light
absorbing objects made from 100-m-thick latex buried in-
side the chicken breast tissue. The target is 100 m thick
along the x axis i.e., the axial direction, and also the ultra-
sound propagation direction, 100 m wide along the y axis
the light propagation direction, and about 1 mm in length
along the z axis the lateral direction. A photograph of this
absorbing object is shown in Fig. 3a. Figure 3b shows
typical A-lines for all four transducers where a 2-mm shift
was added successively to the origin of A-lines of 30 MHz,
50 MHz, and 75 MHz to display all four curves. These
A-lines represent the temporal dependence of the ultrasound-
modulated light intensity during ultrasound-pulse propagation
through the sample. For each A-line, the time of propagation
is multiplied by 1500 ms−1, the approximate speed of sound
in the sample, to be converted to distance along the x axis,
where the origin of each A-line corresponds to the trigger for
the signal acquisition from the APD. Two-dimensional B-
scan images using all four transducers were obtained by
scanning the sample along the z direction. Figures 3c–3f
show 2-D images of Fig. 3a obtained with 15-MHz,
30-MHz, 50-MHz, and 75-MHz central frequency transduc-
ers at approximate depths of 2.5 mm, 2 mm, 1.5 mm, and
1.2 mm below the chicken breast tissue, respectively. All
these 2-D images were cropped to some extent a few hundred
m at the beginning and at the end of each image that has
gray level below 0.2 along the axial direction to present clearSeptember/October 2008  Vol. 1353
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Downloaded Fromages. Therefore for all four transducers, the approximate
epth of the object shown as a dot below the position of the
bject in each A-line was estimated from the origin of
espective A-lines shown in Fig. 3b.
In pure ultrasound imaging, the higher the ultrasound fre-
uency, the better the resolution of the image is. However, the
ttenuation of ultrasound energy also increases with the fre-
uency, and this limits the penetration depth of the ultrasound
ulse. The same can be inferred from our UOT experimental
esults, shown in Fig. 3. For all four transducers, the approxi-
ate extent of modulated light along the axial direction was
stimated from respective A-lines shown in Fig. 3b. The
xtent of modulated light for 15-MHz, 30-MHz, 50-MHz,
nd 75-MHz central frequency transducers is about 3 mm,
.5 mm, 2.3 mm, and 1.8 mm respectively.
In all our experiments, we also noticed that the modulated
ight intensity was measurable almost immediately after the
ltrasound pulse entered the sample. Although visible light
as been strongly scattered beyond the 1-mm light transport
ean free path, focusing the light beam still helps to increase
he amount of light in the ultrasound focal zone. But light
ocusing has very little influence on resolution in our experi-
ent, as the resolution in UOT is predominantly determined
y the ultrasound parameters.
In pure ultrasound imaging, the lateral resolution F /D
s related to the width of the ultrasound beam at the focus. The
xial resolution depends on the length of the ultrasound pulse
nd is usually FWHM of the ultrasound pulse length. Here 
s the wavelength of the ultrasound, F is the focal length of
he transducer, and D is the element size. Table 1 shows our
xperimental measurements of focal width and focal length in
ater for all four transducers, when driven by the respective
riving pulses, as shown in Fig. 2a. We estimated the lateral
nd axial resolutions of UOT images, shown in Figs.
ig. 3 Imaging 100-m-wide light absorbing object using all four tran
ransducers that represent temporal dependence of ultrasound-modula
hicken breast tissue sample. A dot placed below each curve in the fi
irection. B-scan UOT images of a inside the chicken breast tissue sa
d the 30-MHz transducer below the depth of 2 mm, e the 50-MHz
ransducer at about 1 mm depth. In all B-scan images, the object is eournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Use3c–3f, obtained with the four high-frequency transducers
with central frequencies 15 MHz, 30 MHz, 50 MHz, and
75 MHz, respectively, based on the respective edge spread
functions of the absorbing object. Figures 4a and 4b show
typical axial and lateral edge spread functions of the absorb-
ing object, respectively, obtained with all four transducers,
15 MHz, 30 MHz, 50 MHz, and 75 MHz. We define lateral
and axial resolutions as the one-way distance between the
25% and 75% points as marked by dashed arrows in the
figures of the respective edge spread functions. In Table 1,
we also report the mean with a standard deviation of about
two to three microns values of the lateral and axial resolu-
tions for all four transducers, calculated from several respec-
tive measurements of lateral and axial edge spread functions
of the absorbing object. For the transducer with 15-MHz
. a Photograph of the object. b A-lines for different high-frequency
t intensity during the propagation of the ultrasound pulse through the
presents the position of the object along the ultrasound propagation
btained with c the 15-MHz transducer below the depth of 2.5 mm,
frequency transducer below the depth of 1.5 mm, and f the 75-MHz
d in a dashed rectangle.
Table 1 Summary of ultrasound source parameters and measured
axial and lateral resolutions and imaging depth in UOT experiments
for all four transducers.
Frequency
Band
width
Focal
width
Focal
depth
Resolution
using edge
spread function
Imaging
depthAxial Lateral
15 MHz 100% 90 m 4.7 mm 74 m 140 m 3.0 mm
30 MHz 80% 55 m 5.5 mm 60 m 70 m 2.5 mm
50 MHz 80% 33 m 5.5 mm 48 m 55 m 2.3 mm
75 MHz 85% 25 m 3.0 mm 31 m 38 m 1.8 mmsducers
ted ligh
gure re
mple o
central
ncloseSeptember/October 2008  Vol. 1354
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Downloaded Froentral frequency, a lateral resolution of 140 m and an axial
esolution of 74 m in a depth range of 3 mm inside the
hicken breast tissue are measured. Similarly 30-MHz,
0-MHz, and 75-MHz central frequency transducers pro-
ided axial resolutions of 60 m in a depth range of
.5 mm, 48 m in a depth range of 2.3 mm, and 31 m
in a depth range of 1.8 mm, respectively, inside the chicken
reast tissue. Their lateral resolutions were 70 m, 55 m,
nd 38 m, respectively.
ig. 4 Measurement of the axial and lateral resolutions of the UOT
mages shown in Fig. 3, obtained with all four high-frequency ultra-
ound transducers. a Axial edge spread functions, and b lateral
dge spread functions of UOT signals for respective high-frequency
ltrasound transducers.
ig. 5 Imaging of high-resolution axial target located 2.0 mm inside
xial resolution target marked with two different sizes of gap; cut 1=
espective cuts and cut 3=15 m. c Three 1-D axial profiles, fromournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of UseTo further investigate the potential of microscopic imaging
in UOT, we used the 75-MHz transducer to image an axial
resolution target, as shown in Fig. 5a, that was buried about
2.0 mm below the optical scattering sample made of agar gel
and Intralipid of 1-mm optical transport mean free path. The
target has dimensions of about 400 m including gap along
the x axis, 100 m along the y axis, and about 500 m along
the z axis. In Fig. 5b, we present the corresponding B-scan
UOT image of Fig. 5a. From Fig. 5b, we estimate that, cut
1 at lateral position Z=0.21 mm has a gap width of 75 m,
cut 2 at lateral position Z=0.32 mm has a gap width of
30 m, and cut 3 at lateral position Z=0.36 mm has a gap
width of 15 m. Figure 5c represents the 1-D axial intensity
profiles along the x axis for the three cuts, obtained from the
image in Fig. 5b. This graph shows that axial widths of
75 m, 30 m, and 15 m were resolved with 70%, 55%,
and 30% contrast, respectively. Thus, it can be inferred that
axial gap widths less than 30 m can be resolved, albeit with
less contrast. Our previous studies showed that with a
15-MHz transducer, a 30-m axial gap can be resolved with
about 20% contrast at an axial range of 3 mm inside the
chicken breast tissue.
3.2 Image Contrast and Modulation Depth at
Different Ultrasound Frequencies
In this section, we study the effect of ultrasound frequency on
image contrast and modulation depth. The images presented
in the Fig. 3, using all four transducers, were acquired from
slightly different imaging depths. We used an optically scat-
tering sample prepared from agar and Intralipid with a
1-mm optical transport mean free path and with a 2.0-mm
radius of curvature in the cylindrical geometry. We placed
three optically absorbing objects prepared using a
100-m-thick latex object that was 70-m wide along the
ultrasound propagation direction, as shown in Fig. 6a, in
the center of the curvature of the prepared sample, i.e.,
2.0 mm below the surface of the sample. These objects are
prepared using a 100-m-thick latex sheet, each being
70 m wide along the x axis, 100 m thick along the y axis,
and 1.5 mm long along the z axis. The wide side of the object
was parallel to the ultrasound beam and perpendicular to the
light beam, i.e., all three objects were axially separated from
each other by about 100 m inside the sample. Thus, the total
width of the object shown in the Fig. 6a was about 0.5 mm
ue-mimicking phantom using 75-MHz transducer. a Photograph of
and cut 2=30 m. b B-scan UOT image of a marked with the
nsity data in b, corresponding to three different cuts shown in b.the tiss
75 m
the inteSeptember/October 2008  Vol. 1355
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ocal zone of all four transducers.
Figures 6b–6e present the UOT images of the object in
ig. 6a, obtained with the four ultrasonic transducers. As in
he preceding section, these 2-D images were obtained by
canning the sample along the z direction and acquiring the
-D image that represents normalized profiles of the modu-
ated light intensity along the x axis. These images show an
xial depth range of about 2 mm for all transducers. In all
hese images, we notice that all three objects are axially well
esolved the top surface and the bottom surface of all three
bsorbing objects are clearly seen without any significant
lurring. Although all four transducers produce images of
ood resolution and high optical contrast, the best contrast
as obtained using the 30-MHz transducer.
The modulation depth MD, defined as the ratio of
ltrasound-modulated optical intensity to the unmodulated
ight intensity, decreases with an increase in ultrasound fre-
uency, because the attenuation of ultrasound pulse energy
ncreases with an increase in the frequency when the pressure
s held constant. To further understand the effect of the ultra-
ound modulation frequency on the MD, we carried out ex-
eriments with all four transducers using chicken breast
amples. First we focused all four transducers about 2 mm
along the x axis below the surface of the chicken breast
ample and moved toward the surface in steps of 50 m. At
ach step, we calculated the MD. Figure 7a presents the
alue of the modulation depth MD as a function of the dis-
ance of the ultrasound focus from the surface of the chicken
reast tissue sample. For all four transducers, the value of MD
as highest 1%  at the surface of the sample 100 m,
here the focused beams of light and ultrasound interact as if
n an optically clear medium. With increased distance of the
ltrasound focal point from the sample surface, the value of
he MD decreases. A more rapid decay rate of the MD is
ig. 6 Imaging of three optically absorbing objects located 2.0 mm
irection, with all four high-frequency ultrasound transducers. a P
btained with b 15-MHz transducer, c 30-MHz transducer, d 50ournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Useobservable at higher ultrasound frequencies and close to the
sample surface in the region where the light is not completely
diffused. Besides ultrasound modulation frequency, the MD in
general depends also on both the optical13 and mechanical
properties14 of the sample, as well as on the optical and ultra-
sonic source parameters.
The trend observed in Fig. 7a can be explained analyti-
cally. Sakadzic and Wang.12 discussed in detail the effect of
ultrasound frequency on the three different mechanisms of
ultrasound modulation of light in an optically turbid medium,
which are represented by the optical phase accumulation
terms Cn,s¯, Cd,s¯, and Cnd,s¯. Here, Cn,s¯ and Cd,s¯ represent con-
tributions due to the modulated optical index of refraction and
the modulated displacement of optical scatterers. Whereas
Cnd,s¯ represents the anticorrelation between the two mecha-
nisms of modulation and is negative, s¯ represents the aver-
age path length s within the ultrasound field. Later Zemp et
al.28 derived an analytical expression for MD in terms of these
three phase accumulation terms. For moderate ultrasound
pressures and in the weak scattering approximation, the
modulation depth is expressed as MD1 /2Cn,s¯+Cd,s¯
+Cnd,s¯. With reference to these studies, we plot in Fig. 7b
the MD as a function of the average number of scattering
events denoted as s / l for all four ultrasound frequencies. We
choose the kinematic viscosity of water k=10−6 m2 s−1, the
elasto-optic coefficient of water =0.32, and 
=2n0k0P0 /va=1 m−1. Also it is assumed that scatterers fol-
low the fluid displacement, i.e., S=1 and =0; k0=2 /0 is
the magnitude of the optical wave vector; va is the velocity of
sound in water 1.5 mm /s; and  is the mass density.
As shown in Fig. 7b, the MD decreases with an increase
in the ultrasound frequency. According to Sakadzic and
Wang,12 this trend can be explained as follows: In the low
ultrasound frequency range, all of the scatterers are within a
e the tissue-mimicking phantom along the ultrasound propagation
ph of three optically absorbing objects. B-scan UOT images of a
ransducer, and e 75-MHz transducer.insid
hotogra
-MHz tSeptember/October 2008  Vol. 1356
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Downloaded Fropace with almost the same phase of the ultrasound field. This
ncreases correlation among the phase increments associated
ith different scattering events along the optical path. Thus,
he contribution due to the refractive index term Cn adds con-
tructively to the total sum of C-terms. Depending on the
verage number of scattering events, s / l, the MD can be in-
ersely proportional to the square of the ultrasound frequency.
owever, at high ultrasound frequencies, there is an increased
ancellation of the phase increments in the summation of
-terms, and an inverse linear dependence of modulation
epth on ultrasound frequency is observed. This dependence
s due to the displacement term Cd,s¯. At higher ultrasound
requencies when the pressure amplitude is kept constant, Cd,s¯
s proportional to the square of the amplitude of the scatterer
isplacement, i.e., inversely proportional to the square of the
ltrasound frequency.
Conclusions
n summary, this study demonstrated the feasibility of using a
igh ultrasound frequency transducer with a central frequency
ig. 7 a Experimental measurement of modulation depth as a func-
ion of the ultrasound focal point location inside the chicken breast
issue for all four high-frequency ultrasound transducers. b Numeri-
al simulation of modulation depth as a function of the average num-
er of scattering events s / l, for ultrasound frequencies of 75 MHz,
0 MHz, 30 MHz, and 15 MHz.ournal of Biomedical Optics 054046-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Useof 75 MHz to obtain microscale resolution and high-contrast
images with ultrasound-modulated optical tomography in bio-
logical tissues at an imaging depth of about 2 mm. We also
obtained B-scan images using other high-frequency transduc-
ers with central frequencies of 15 MHz, 30 MHz, and
50 MHz and compared the performance of these transducers.
The axial and lateral resolutions were improved from 70 m
and 140 m with the 15-MHz transducer to about 30 m
and 38 m with the 75-MHz transducer. The axial resolu-
tions obtained with all four transducers were better than re-
spective lateral resolutions. Our study shows that image con-
trast and modulation depth decreases with an increase in
ultrasound modulation frequency at any imaging depth. This
technology has the potential to complement other imaging
modalities that provide micron-scale resolution at a few mm
imaging depths.
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